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Localized Short-Echo-Time Proton MR Spectroscopy With
Full Signal-Intensity Acquisition
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We developed a short-echo-time (TE) sequence for proton lo-
calized spectroscopy by combining a 1D add-subtract scheme
with a doubly slice-selective spin-echo (SE) sequence. The se-
quence preserves the full magnetization available from the se-
lected volume of interest (VOI). By reducing the number of
radiofrequency (RF) pulses acting on transverse magnetization,
we were able to minimize the TE to the level that is achievable
with the stimulated echo acquisition mode (STEAM) technique,
and also gained a twofold increase in sensitivity. The use of an
adiabatic pulse in the add-subtract localization improved the
efﬁciency of excitation in spatially inhomogeneous RF ﬁelds,
which are frequently encountered at high magnetic ﬁelds. The
localization performance and sensitivity gains of this method,
which is termed SPin ECho, full Intensity Acquired Localized
(SPECIAL) spectroscopy, were demonstrated in vivo in rat
brains. In conjunction with spectroscopic imaging, a 2-l spa-
tial resolution was accomplished with a signal-to-noise ratio
(SNR) above 30, which is usually sufﬁcient for reliable quantiﬁ-
cation of a large number of metabolites (neurochemical
proﬁle). Magn Reson Med 56:965–970, 2006. © 2006 Wiley-
Liss, Inc.
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When short echo times (TEs) are used in localized proton
spectroscopy, distortion of spectral multiplets due to J-
evolution can be minimized, which facilitates the detec-
tion and quantitation of many important metabolites, such
as glutamine, glutamate, -aminobutyrate, aspartate, and
myo-inositol. The signals are also minimally affected by
transverse relaxation, which further improves the reliabil-
ity of quantiﬁcation.
Localized spectroscopy has been largely based on stim-
ulated-echo acquisition mode (STEAM) (1) or point-re-
solved spectroscopy (PRESS) methods (2). The STEAM
sequence beneﬁts from lower chemical shift displacement
error due to the larger bandwidth of its 90° RF pulses at a
given peak RF power compared to the 180° pulses used in
PRESS. Moreover, the performance of the STEAM se-
quence is less sensitive to B1 inhomogeneity. The short-TE
STEAM sequence does not require strong spoiling gradi-
ents, because unwanted coherence pathways (except for
the free induction decay (FID) formed by the last slice-
selective RF pulse) are efﬁciently suppressed by the spoil-
ing gradient pulse in the mixing time (TM) period. These
favorable circumstances permitted STEAM spectra and
STEAM-based spectroscopic imaging data to be obtained
in rats with TEs as short as 1 ms (3) and 2 ms (4), respec-
tively. Values below 10 ms have been used to obtain
STEAM spectra from humans at different magnetic ﬁelds:
5 ms (5) and 6 ms (6) at 1.5 T, 6.8 ms at 3 T (7), 5 ms at 4
T (8), and 6 ms at 7 T (9).
In theory, the PRESS technique can obtain full signal
intensity from the selected volume of interest (VOI). In
practice, however, the two slice-selective 180° pulses used
in PRESS have a smaller bandwidth than the pulses in
STEAM, which is often accentuated by RF peak power
limitations. The PRESS sequence is intrinsically sensitive
to B1 variation, which can limit the sensitivity gains
achievable, especially at high magnetic ﬁelds. In addition,
the dephasing of unwanted signals created by the slice-
selective RF pulses requires signiﬁcant gradient spoiling,
which increases the minimum TE. Recent studies have
used PRESS-based single-voxel spectroscopy and spectro-
scopic imaging with a TE of 6 ms in rats (10), and PRESS
localized spectroscopy with a TE of 8–10 ms in humans
(11).
Using a 9.4-Tesla system with substantially improved
gradient and eddy-current performance, we sought to dem-
onstrate the feasibility of full-sensitivity localization with




Experiments were performed on healthy male Sprague
Dawley rats with a mean weight of 285 g. The animals
were injected with 0.4 mg/kg midazolam intraperitoneally,
and were then intubated and artiﬁcially ventilated with a
mixture of N2O/O2 (3:1) and isoﬂurane (1.5%). Body tem-
perature was maintained at 37.5°C by circulating the body
with warm air. All procedures involving animals con-
formed to local and federal guidelines and were approved
by the local ethics committee.
All measurements were performed on a Varian INOVA
spectrometer (Varian, Palo Alto, CA, USA) interfaced to a
9.4-Tesla, actively-shielded magnet with a 31-cm horizon-
tal bore (Magnex Scientiﬁc, Abingdon, UK), 2.8 ppm ho-
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mogeneity over a 14-cm-diameter spherical volume, and a
12-cm inner diameter, actively-shielded gradient set
(400 mT/m in 120 s). Eddy currents were minimized to
below 0.01% using time-dependent quantitative eddy-cur-
rent ﬁeld mapping (12). First- and second-order shims
were adjusted for selected VOIs using an EPI version of
FASTMAP (13). An in-house-built quadrature transmit/
receive surface coil with two geometrically decoupled 14-
mm-diameter single loops resonating at 400 MHz was
used.
Pulse Sequence
The new hybrid pulse sequence (Fig. 1) is based on a
combination of the 1D image-selected in vivo spectroscopy
(ISIS) (14) technique and a slice-selective spin-echo (SE)
sequence. In the localized spectroscopy mode, localization
in the vertical direction perpendicular to the plane of the
coil was achieved by application of a 2-ms slice-selective
full-passage adiabatic pulse (with a bandwidth of 10 kHz)
in alternate scans, followed by a spoiling gradient. Then a
SE sequence was applied using 0.5-ms 90° and 180° asym-
metric slice-selective pulses (3,10) in both directions par-
allel to the coil plane, corresponding to a peak B1 of 3.35
and 9.90 kHz. The bandwidths of the 0.5-ms 90° and 180°
pulses were 13.5 kHz and 11.6 kHz, respectively. The
signal was added in odd scans and subtracted in even
scans, corresponding to the application of the adiabatic
inversion pulse in the add-subtract scheme as in 1D ISIS.
Both asymmetric pulses had excellent frequency selectiv-
ity, and the asymmetric 90° pulse shortened the minimum
TE. The shape of the 180° pulse was not critical, since its
full duration contributed to the TE and its shape was
selected according to time periods necessary for the spoil-
ing and refocusing gradient pulses. Using the described
pulse sequence elements, the minimum TE achieved was
2.2 ms with a 0.5-ms 180° pulse, and 2.7 ms with a 1-ms
FIG. 1. Scheme of the hybrid pulse sequence. The
ﬁrst 180° pulse is adiabatic and is applied in alter-
nate scans, together with alternating the phase of
the receiver. Phase encoding is applied for spec-
troscopic imaging only. WS represents an addi-
tional water suppression pulse.
FIG. 2. A proton spectrum measured with the hybrid sequence from a volume of 4 3 4 mm3 comprising the frontal cortex and putamen
of the rat brain (TR  4000 ms, TE  2.2 ms, and number of scans  160). A shifted Gaussian function (gf  0.12, gfs  0.08) was used
for modest resolution enhancement. No baseline correction or postprocessing for water signal removal was applied. Ala  alanine, Asp 
aspartate, Cr  creatine, GABA  -aminobutyrate, Glc  glucose, Gln  glutamine, Glu  glutamate, GPC  glycerophosphocholine,
Ins  myo-inositol, Lac  lactate, NAA  N-acetylaspartate, NAAG  N-acetylaspartylglutamate, PCr  phosphocreatine, Tau  taurine.
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180° pulse, respectively. For this pulse sequence we pro-
pose the term SPin ECho, full Intensity Acquired Local-
ized (SPECIAL) spectroscopy.
In the rat studies the voxel size ranged between 23 and
62 L, the repetition time (TR) was 4 s, and a spectral
width of 5000 Hz was collected into 4096 complex points
with an acquisition time of 0.82 s. The number of accu-
mulations was 160 or 240. Data processing consisted of
zero-ﬁlling up to 16-k data points, Gaussian weighting of
the FID, Fourier transformation, and zero- and ﬁrst-order
phase correction.
Water signal suppression was accomplished by a series
of seven 25-ms asymmetric variable power RF pulses with
optimized relaxation delays (VAPOR) as described previ-
ously (3). The water suppression pulses were interleaved
with outer volume saturation (OVS) consisting of three
modules of 1.2-ms adiabatic pulses. The bandwidths of the
water suppression pulses and the OVS pulses were 270 Hz
and 35 kHz, respectively. To further improve the efﬁciency
of water suppression, another frequency-selective satura-
tion pulse (15 ms Gaussian, bandwidth  180 Hz) was
added in the delay between the adiabatic slice-selective
inversion pulse and the SE modules.
In the spectroscopic imaging mode, a voxel of 4  4 
2 mm3 was localized in the transverse (XY) plane. Due to
the extended dimension in the vertical (Y) direction, a
1.0-ms 180° refocusing pulse was used, which led to a TE
of 2.7 ms. The excited voxel was further encoded in the X
and Y directions with 32  32 steps using a ﬁeld of view
(FOV) of 32 32 mm2, resulting in a nominal voxel size of
2.0 L. For each phase-encoding step 2048 complex points
were acquired in the spectral domain. With a TR of 3.5 s
and two scans acquired for each phase-encoding step, the
total scan time was about 2 hr.
The processing of the spectroscopic imaging data in-
volved 2D spatial Fourier transformation without any
weighting of the k-space. Then localized FIDs were zero-
ﬁlled to 8 K, Gaussian weighted, Fourier transformed,
and zero- and ﬁrst-order phase-corrected. A region of
7  7 voxels comprising the excited region of the rat
brain was then overlaid on an anatomical image. The
image was obtained by a fast SE technique (TR  2 s,
TEef  48 ms, and eight echoes per scan) using a FOV of
32 mm  32 mm and a matrix size of 256  128 data
points.
RESULTS
Figure 2 illustrates the performance achieved with this
sequence. Notably, no artifacts from extravoxel water co-
herences or extracerebral lipid signals were discernible,
and the amplitude of the residual water signal was similar
to the amplitudes of the metabolite signals. The slice pro-
ﬁles of the same VOI excited with both STEAM and the
hybrid sequence in the direction perpendicular to the coil
plane (i.e., in the direction of the maximum B1 ﬁeld gra-
dient) are depicted in Fig. 3. The actual width of the proﬁle
excited by the amplitude-modulated pulse in the STEAM
sequence was slightly larger and depended on the ﬁne
adjustment of the slice-selection pulse amplitude (not
shown). In contrast, the width of the proﬁle achieved with
the hybrid sequence should not depend on the amplitude
of the adiabatic pulse used in the Y direction when it is
above the adiabaticity threshold (15).
We assessed the gain in sensitivity achieved with the
new scheme by comparing spectra measured with STEAM
and the hybrid sequence using an identical number of
scans, TR, TE, and VOI (see Fig. 4). The difference spec-
trum was calculated with the absolute intensity of the
hybrid sequence scaled by a factor of 0.535, consistent
with an almost twofold gain in sensitivity.
To assess the potential inﬂuence of using an add-sub-
tract scheme for localization, and to demonstrate the ben-
eﬁt of higher signal intensity obtained by the hybrid se-
quence, we acquired a chemical shift image in two rats.
Figure 5 shows a high-resolution spectroscopic image with
2 L voxel size that is devoid of any discernible extracra-
nial fat signal. The actual width of the excited region is
slightly larger than 4 mm due to the frequency proﬁle of
the 90° excitation pulse. On the other hand, its vertical
dimension is limited by the sensitive volume of the surface
coil. The high signal intensity enabled us to obtain spectra
from 2-l voxels in 2 hr with a signal-to-noise ratio (SNR)
greater than 30 (Fig. 5), which is typically deemed sufﬁ-
cient for obtaining a full neurochemical proﬁle.
Using the same basis set of metabolite spectra, we deter-
mined absolute concentrations of metabolites using LC-
Model (16) and compared them using the spectra obtained
by single-voxel spectroscopy from three rats measured
with both methods from the same VOI and using identical
timing and averaging. The voxel sizes were 23, 48, and
62 L, respectively. On average, the mean concentrations
obtained by the hybrid sequence were in excellent agree-
ment with those calculated from the STEAM spectra (Ta-
ble 1). When the concentrations obtained by SPECIAL vs.
the concentrations obtained by STEAM were plotted, this
function was indistinguishable from the identity line.
FIG. 3. Proﬁles of the VOI (4  3  4 mm3) in the direction perpen-
dicular to the RF coil plane (parallel to the Y-axis). A phantom ﬁlled
with water was measured using the STEAM (dashed line) and hybrid
(solid line) sequences. The signal intensity of the proﬁle excited by
STEAM was multiplied by 2.
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DISCUSSION
The proposed hybrid localization sequence uses only one
refocusing pulse, which shortens the minimum achievable
TE and thus allows short TEs comparable to those attain-
able by STEAM. At the same time, the third spatial dimen-
sion is selected with an adiabatic 180° pulse, the potential
transverse magnetization of which can be efﬁciently re-
moved by the spoiling gradient in the time delay between
the ISIS and SE modules. This delay does not contribute to
the overall TE of the sequence since the magnetization is
conserved along the static magnetic ﬁeld. The period be-
tween the ISIS and SE modules is in many ways analogous
to the TM period of the STEAM sequence, and can be used
for an additional water suppression pulse, as was done in
the present implementation.
The use of an adiabatic pulse for slice selection in one
spatial direction reduces the B1 dependence of the ob-
tained localized signal. Inhomogeneous RF ﬁelds are
present in experiments that use surface coil excitation, and
at very high magnetic ﬁelds. The use of the adiabatic pulse
guarantees homogeneous inversion of all the magnetiza-
tion available in the selected VOI, and thus further mini-
mizes signal loss. In effect, the “non-adiabatic” part of the
localization sequence ( – 2) has a B1 dependence that
theoretically is identical to that of STEAM ( –  – ) (17),
i.e., sin  sin2(2/2)  sin3. Consequently, our experi-
ments showed a close to twofold increase in the SNR
obtained with the hybrid sequence compared to STEAM,
even when a surface coil was used as a transceiver. The
observed small loss in signal intensity (on the order of a
few percent) can be explained by the mismatch in the
actual voxel dimensions selected by the amplitude-modu-
lated pulse in STEAM, and by the adiabatic pulse in the
hybrid pulse sequence (Fig. 3).
The described hybrid technique requires a minimum of
two scans for the add-subtract scheme used for localization of
the third dimension. Great care was used to minimize any
potential contribution from outside the VOI with additional
OVS. The resulting quality of localization was evaluated
using spectroscopic imaging (Fig. 5). The degree of water
suppression obtained using VAPOR combined with the OVS
scheme (3) was excellent. The height of the residual water
signal was usually comparable to those of NAA and creatine,
which is deemed sufﬁcient for many applications.
The spectroscopic imaging experiment using our SPE-
CIAL hybrid sequence provided a series of high-SNR spec-
FIG. 4. Spectra measured from the same VOI (50
L) using the hybrid sequence (a) and STEAM (b).
The absolute signal intensities in the spectrum
measured by the hybrid sequence were multiplied
by 0.535. The same TE (2.7 ms), TR (4 s), number
of scans (240), and data processing (gf  0.12,
gfs  0.06) were used. The difference spectrum (c)
was calculated by subtracting the STEAM spec-
trum from that of the hybrid sequence.
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tra with extremely high spatial resolution. Due to the vari-
ation in sensitivity of the surface coil, absolute signal
intensities decreased with the distance from the coil plane.
In this high-resolution spectroscopic imaging experiment,
rectangular k-space sampling and a large FOV were used.
This led to a measurement time of about 2 hr. It may be
possible to reduce the measurement time by using circu-
larly reduced k-space sampling (18) or a smaller FOV with
fewer phase-encoding steps, which would yield substan-
tial reductions in measurement time with concomitant
losses in sensitivity. It should thus be possible to collect
high-resolution chemical shift images within 1 hr with
minimal loss in sensitivity owing to the square-root law of
signal averaging.
Since the TEs of the STEAM and hybrid sequences were
essentially the same, evolution of the J-coupled multiplets
was considered negligible and the contribution of underlying
macromolecule resonances was very similar. This is also
evident in Fig. 4, which shows that the spectra acquired by
the two methods were almost identical. An important con-
sequence was that the calculation of metabolite concentra-
tions by LCModel was performed with the same basis set,
which considerably simpliﬁed the implementation of quan-
titation by obviating the need to collect a different set of basis
spectra. An additional beneﬁt of acquiring spectra at very
short TEs is the fact that J-evolution need not be taken into
account to generate the basis set. In other words, spin simu-
lations used for short-echo STEAM (9,19) can also be used in
conjunction with the proposed sequence.
The development of a full signal-intensity protocol
with the shortest TE possible should also be beneﬁcial
for human applications of proton localized spectros-
copy. As shown in a previous study, modulation of
J-coupled multiplets can distort multiplet shapes even
at TEs of 10–20 ms (3). When the proposed localized
spectroscopy sequence is transferred to a human scan-
ner with lower RF peak power and weaker gradients,
similar increases in the minimum TE are expected (by
FIG. 5. High-resolution spectroscopic image of a
rat brain. The matrix of short-TE (2.7 ms) proton
spectra corresponds to a nominal spatial resolu-
tion of 1  1  2 mm3 within an excited volume of
4  4  2 mm3 encoded in the transverse (XY)
plane. Spectrum a was taken from the frontal cor-
tex (voxel A), and spectrum b was localized in the
putamen (voxel B). Note that the traces from the
voxels comprising the scalp do not show any sig-
nals of lipids.
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about 4–5 ms, as reported for short-echo STEAM), while
a minimal evolution time for J-coupled spins will be
retained. Hence, a human localized spectroscopy proto-
col based on the newly developed hybrid pulse se-
quence is expected to offer similar increases in the qual-
ity of the spectra and improved reliability of the calcu-
lated metabolite concentrations.
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Table 1
Comparison of Concentrations of Metabolites Determined Using LCModel from Three Animals Measured Using STEAM and the Hybrid












Alanine 0.3 0.2 0.3 0.1
Ascorbate 1.4 0.3 2.3 0.2
Aspartate 1.3 0.5 1.6 0.3
Creatine (Cr) 3.9 0.3 4.0 0.2
Phosphocreatine (PCr) 4.7 0.3 4.6 0.2
CrPCr 8.6 0.2 8.6 0.1
-Aminobutyrate 1.5 0.2 1.1 0.1
Glucose 2.0 0.4 1.8 0.3
Glutamine (Gln) 2.2 0.2 2.4 0.2
Glutamate (Glu) 10.3 0.3 10.3 0.2
GlnGlu 12.5 0.3 12.6 0.2
Glutathione 0.6 0.1 0.4 0.1
Myo-inositol 6.9 0.3 6.6 0.2
Lactatea 1.9 0.2 1.4 0.1
N-acetylaspartate (NAA) 9.1 0.3 8.8 0.1
N-acetylaspartylglutamate (NAAG) 0.9 0.2 0.7 0.1
NAANAAG 10.0 0.3 9.5 0.1
Phosphocholine  glycerophosphocholine 1.0 0.2 1.1 0.2
Phosphoethanolamine 2.4 0.3 2.2 0.2
Taurine 4.7 0.2 5.0 0.2
Macromolecules 1.72 0.05 1.73 0.03
aConcentration of lactate varied in some experiments.
bCramer-Rao lower bounds.
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